Image Gently Vendor Summit: working together for better estimates of pediatric radiation dose from CT.
Medical physicists currently use two standardized phantoms to estimate CT patient radiation dose. This "one-size-fits-all" adult model results in underestimates of displayed pediatric CT radiation dose on the console of current CT scanners. The purpose of this article is to discuss the Alliance for Radiation Safety in Pediatric Imaging Vendor Summit. Stakeholders were invited to discuss the development of better estimates of pediatric patient radiation dose. These stakeholders agreed to partner to improve CT radiation dose estimates for children.